Utility of modular implants in primary total hip arthroplasty.
Most surgeons believe that some level of modularity has a valuable role to play in primary total hip arthroplasty. However, all modular junctions carry some risk and recent problems with taper tribocorrosion have elevated concerns. These problems suggest that more rigorous preclinical testing should be undertaken before new types of modularity are widely used. Efforts to further optimize these junctions where they are needed, avoidance of gratuitous use of modular junctions where they provide only modest benefits, and a judicious approach to adopting new modularity are reasonable approaches to current concerns.